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Abstract
A fast-scan-rate swept laser for optical coherence tomography (OCT) is suitable to record and analyze
a 3-D image volume. However, the whole OCT system speed is limited by data streaming, processing,
and storage. In this case, postprocessing is a common technique. Endoscopic clinical applications
prefer onsite diagnosis, which requires a real-time technique. Parallel digital signal processors were
applied to stream and process data directly from a data digitizer. A real-time system with 20-kHz
axial line speed, which was limited only by our swept laser scan rate, was implemented. To couple
with the system speed, an endoscope based on an improved 3-D microelectromechanical motor
(diameter 1.5 mm, length 9.4 mm) was developed. In vivo 3-D imaging of the human airway was
demonstrated.
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Optical coherence tomography (OCT) is a noninvasive, noncontact imaging modality that uses
coherent gating to obtain high-resolution cross-sectional images of tissue microstructure.1 The
3-D microstructure image volume reveals more morphological information than 2-D images,
which is critical in clinical applications such as early-stage cancer detection.2-5 Currently, a
swept laser source for OCT can attain a scan rate higher than 100 kHz, which is suitable to
record and analyze a 3-D image volume.6-8 To acquire a 3-D image volume, a fast 2-D image
frame-rate, which is determined by the swept laser scan rate, the imaging endoscope rotational
speed, and the data processing speed, is needed. Our swept laser scan rate was 20 kHz, which
was sufficient to realize a video-rate 2-D image. The OCT imaging endoscope rotational speed
is determined by the high spinning speed of the microelectromechanical (MEMS) motor. The
MEMS motor-based endoscope design has several advantages.5,9 It decouples the rotational
torque transfer from the optical fiber to the image probe, thus eliminating the related
polarization effect of the spinning image probe. With the small size of the MEMS motor, the
whole endoscope package is small and flexible enough to be suitable for clinical applications.
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Compared to the previous one, the motor diameter decreased 30%, from 2.2 mm to 1.5 mm;
and the length decreased 27%, from 13 mm to 9.4 mm.5 Currently, the bottleneck of the entire
system speed is the data processing speed, which is limited by the CPU’s processing power.
Postprocessing is commonly used. A real-time technique enables onsite diagnosis and is
preferable for endoscopic clinical examinations. Furthermore, a real-time technique has been
demonstrated in time-domain OCT. One method is to accelerate signal processing based on
hardware, including the digital autocorrelator, the field-programmable gate array (FPGA), and
the digital signal processor (DSP).10,11 An alternative method is to fully utilize the CPU’s
processing power based on a multithreading software technique.12 In our study, the DSP board
and the coupled digitizer were used for real-time data acquisition and image processing for the
high-speed swept-source OCT. The digitizer streamed the data directly to the DSP board by a
custom-designed auxiliary bus. The computer bus, which was the potential speed bottleneck
for data streaming, was bypassed. Parallel data processing was applied with the DSP board.
Specifically, each DSP processed the image frame independently. Although we demonstrated
real-time processing with a scan rate of only 20 kHz, an estimated 90-kHz scan rate real-time
processing can be achieved by combining a digitizer and a DSP board. A real-time image
display of the in vivo human airway was achieved with a DSP and a MEMS motor-based
endoscope.

Our swept-source OCT system and MEMS motor endoscope are shown in Fig. 1. The swept
light source (center wavelength 1310 nm, FWHM bandwidth 100 nm, 20-kHz scan rate; Santec
Corporation, Komaki, Aichi, Japan) output was 5 mW. The 1×2 coupler split the output power.
We coupled 80% of the output power into the sample arm and the remaining 20% into the
reference arm. The reference power was attenuated by an adjustable neutral density attenuator
to obtain maximum sensitivity. Two circulators were used in both the reference and sample
arms to redirect the back-reflected light to a 2×2 fiber coupler (50/50 split ratio) for balanced
detection. The measured axial and lateral resolutions of our OCT system in the air were 8 μm
and 20 μm, respectively. The image range depth was 2.9 mm. The measured sensitivity of the
OCT system with a MEMS motor endoscope was 107 dB. The 6-dB sensitivity rolloff occured
at 2.2 mm. A software dispersion compensation algorithm was applied to cancel the dispersion
generated by the endoscope optics.13

In the sample arm, the MEMS rotational motor-based endoscope was connected. Figure 1
shows the endoscope. The 1310-nm single-mode optical fiber, the 1.3-mm grin lens, the 1.5-
mm MEMS motor, and the reflected mirror were packaged inside the biocompatible fluorinated
ethylene-propylene (FEP) tube of the endoscope. The size of the driving coils, a key component
of the MEMS motor, was reduced due to the improvement of manufacturing technology. Thus,
the whole motor became smaller. The diameter was 1.5 mm and the length was 9.4 mm. A
total of four wires was used to connect the motor and outside circuit. Two wires were used to
supply the 3 volts of DC voltage. One wire transferred the encoded revolutions per minute
(RPM) signal, and one wire controlled the rotational direction. The outside circuit implemented
the feedback control by adjusting the supply voltage according to the encoded RPM signal,
which increased the stability of the rotational speed. A two-stage, 40:1 ratio micro gear head
was placed in front of the rotational shaft to smooth the step motion, which was designed to
achieve an optimal rotational speed of 30 frames/second. In the experiment, the motor speed
was set to 19.5 frames/second to synchronize with the OCT system speed. The outside linear
transversal stage pulled the entire endoscope back at 0.4 mm/sec to realize a 3-D helix scan.
A total of 400 image slices were processed and displayed in 20.5 seconds.

In the detection arm, the signal collected by the photodetectors was digitized by a 14-bit data
acquisition board (PDA14, Data Acquisition Signal Waveform Digitizer, Signatec Inc.,
Newport Beach, California) sampling at 25 M samples/second, and the number of data points
for each axial line (A-line) data acquisition was 1024. The A-line data acquisition start trigger
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for the digitizer was generated by the swept source. The digitizer outputted the A-line data
directly to the DSP board (PMP1000, Parallel Digital Signal Processing Board, Signatec Inc.,
Newport Beach, California) through a custom-designed auxiliary bus. The complex analytical
depth encoded signal was converted from the detected fringe signal by calibration, resampling,
dispersion compensation, and fast Fourier transform. The structure image was reconstructed
from the amplitude term of the complex depth encoded signal. In the DSP board, eight DSPs
(C6414T, Texas Instruments Inc.) were programmed to work in parallel to implement the above
algorithm. Figure 2(a) shows the data flow in the DSP board. The digitized data were fed
sequentially into the DSP board from the digitizer. Each DSP handled a 1024 A-line image
frame independently with the help of a scheduler. The resulting structure image was sent to
the monitor in the same order as the input. The processing power from the DSPs was able to
handle a 20-kHz A-line rate. In a simulation test, a square waveform of 90 kHz was set as the
A-line trigger. An arbitrary waveform was acquired by the data acquisition board at 100 M
samples/second. The 2048 A-line image frames were processed. The 43.9 frames/second image
output rate was monitored. The test result indicated that a 90-kHz scan rate real-time processing
could be achieved. Figure 2(b) shows the comparison performance test between the DSP and
the Intel Xeon core duo CPU. The estimated performance from the DSP board was 3 times
faster than the Dell Precision Workstation 690 with Intel 3-GHz Quad Core CPU in terms of
fast Fourier transformation.

The MEMS motor-based endoscope was introduced into the human airway under visual
guidance from a rigid bronchoscope. The outer diameter of the endoscope was 2.2 mm. Figure
3 shows the segmental human lower left lobe bronchus. In Fig. 3(a), the layer-like structure
from the 11 o’clock to 5 o’clock positions shows the posterior membrane. The motor wire
blocked part of the signal and caused the dent artifact. Figure 3(b) shows the 3-D reconstruction
image volume, which was rebuilt from 400 slices. The stepping distance between 2-D frames
was 20.5 um. Figure 3(c) shows the reconstructed longitudinal image slice between the two
arrows in Fig. 3(b). The epithelium, lamina propria, and elastic lamina can be seen.

Figure 4 shows segmental human distal trachea. In Fig. 4(a), the notch between the trachea and
the posterior membrane can be seen. Some parts of the trachea were outside the OCT image
range. A mask was applied to the image to suppress the FEP tube mirror artifact, which
generated a constant radial line at a depth of around 0.5 mm beneath the surface. From the 3-
D reconstruction in Fig. 4(b), the notch is clearer. The longitudinal length of the image volume
was 8.2 mm. The stepping distance between the 2-D frames was 20.5 um. Figure 4(c) shows
the reconstructed longitudinal image slice between the two arrows in Fig. 4(b); the cartilage
arc can be seen in the middle.

In conclusion, a real-time swept source OCT system with a 20-kHz A-line speed was
demonstrated by using multiple DSPs. An in vivo human airway 3-D image volume was
acquired by a MEMS motor-based endoscope. The estimated performance from the pair of
digitizers and the DSP board could support the swept laser with a 90-kHz scan rate.
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Fig. 1.
(a) Real-time swept-source OCT system setup. A swept laser source with a 20-kHz A-line scan
rate was coupled into a fiber-based Michelson interferometer. (b) Endoscope in the sample arm
inserted into the patient’s airway (top), and the 1.5-mm MEMS motor (bottom). The OCT
signal was digitized by the digitizer and sent directly to the DSP board. The output tissue
structure image from the DSP board appears in the monitor.
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Fig. 2.
(a) Data flow in the DSP board. (b) Performance comparison test between the DSP and the
CPU.
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Fig. 3.
(a) One slice of the human lower left lobe bronchus. The dent is an artifact of the MEMS motor
wire. (b) 3-D reconstruction of 400 slices from part (a). The longitudinal length is 8.2 mm
(e=epithelium; lp=lamina propria; el=elastic lamina). (c) Longitudinal image slice rebuilt
between the two arrows in part (b).
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Fig. 4.
(a) One slice of the human distal trachea. Only part of the tissue is inside the imaging range.
(b) 3-D reconstruction of 400 slices from part (a). The longitudinal length is 8.2 mm
(pm=posterior membrane; n=notch; t=trachea). (c) Longitudinal image slice rebuilt between
the two arrows in part (b). The cartilage arc can be seen in the middle.
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